Levels of trace radiopurity in active detector materials is a subject of major concern in low-background experiments. Procedures were devised to measure trace concentrations of ı129 in the inorganic salt CsI as well as in organic liquid scintillator with Accelerator Mass Spectrometry (AMS) which leads to improvement in sensitivities by several orders of magnitude over other methods. No evidence of their existence in these materials were observed. Limits of < 6 × 10 −13 g/g and < 2.6 × 10 −17 g/g on the contaminations of ı129 in CsI and liquid scintillator, respectively, were derived. These are the first results in a research program whose goals are to develop techniques to measure trace radioactivity in detector materials by AMS.
The isotope ı129 is a long-lived (half-life 1.57 × 10 7 years) fission product with yields of 0.74% and 1.5% for thermal neutron-induced fissions of 235 U and 239 Pu, respectively.
It is commonly found in the environment, iodine being readily soluble in water. Measurements of trace ı129 concentration are adopted world-wide for nuclear safeguards, in the detection and prevention of accidental or deliberate discharge of nuclear waste debris into the environment [6] . Another application is on radioactive dating of, for instance, oil field materials [7] .
The isotope ı129 decays via ı129 → 129 Xe * + e − (τ1 Such processes can contribute to the background in Dark Matter [1, 8] and low energy neutrino experiments, such as the searches of neutrino magnetic moments [1, 9] . Concentrations of ı129 can also indicate the contamination levels of other problematic fission fragments such as 137 Cs inherently present in the materials.
The techniques of measuring ı129 with AMS are by now matured, following early works in the 80's [10] . They improve over the various other measurement methods with Radiochemical Neutron Activation Analysis [11] , Inductively Coupled Plasma Mass Spectrometry [12] and Liquid Scintillation Counting [13] . The AMS technique has strong rejection capabilities for isobaric, molecular and isotopic interferences, providing powerful background suppression. Consequently, AMS is usually taken as the best among the various measurement methods, exceeding the others by three-to-four orders of magnitudes. It is commonly adopted for the tasks of environment monitoring. For instance, anomalous concentrations of ı129 in rainwater samples collected shortly after the Chernobyl accident were measured by AMS [14] .
Measurement of trace radiopurity in detector materials is a subject of great importance in low-background experiments. It is usually performed by high-purity germanium detectors [15] or, in the most elaborate case, with dedicated big-volume liquid scintillator [16] . Both of these techniques are not applicable to ı129. We extended the list of measurable isotopes to include ı129 by the AMS methods.
An organic liquid and an inorganic salt were selected for studies since they require different experimental procedures and systematic effect considerations. The organic liquid studied is the standard mesitylene(1,3,5-trimethylbenzene)+PPO liquid scintillator (LS) mixture † . The processing and measurement procedures with other organic solvent and dyes are expected to be very similar. The inorganic salt selected was CsI powder ‡ , since CsI(Tl) crystal scintillators are being used in reactor neutrino [17] and dark matter [18] experiments. Being iodine based, the ı129 contaminations are expected to more likely compared to the other materials.
Experimental Set-Up Procedures
In a typical AMS facility, the samples to be measured are ionized by a Cs sputtering negative ion source. The ı129 and 127 I ions are selected and accelerated alternatively. The ı129 ions are eventually detected by a detector, while the 127 I current is measured by a Faraday cup.
The overall transmission efficiency common to both isotopes from the ion source to the detector is about 1%. This was determined with a silver iodide (AgI) sample by comparing the currents between the "Low Energy Cup" and "AMS Cup" at the initial † Supplier: Gaonengkedi Science & Technology Co. Ltd., China ‡ Supplier: Chemtall GMBH, Germany and final stages, respectively, as depicted in Figure 1 .
We report on the experimental details in the following sub-sections.
Pre-Processing
No chemical procedures are necessary for the CsI powder which was directly used in the AMS measurement. However, CsI is a hygroscopic material which can easily lead to injector magnet excursion. Accordingly, the CsI samples were deposited quickly on to a cathode of electrolytic copper in a dry box. The cathode was then baked in an oven at 100 o C for two days prior to the measurement.
For the organic LS, an extraction procedure for the possible iodine contaminations has to be devised. The adopted sample preparation procedure is shown schematically in Figure 2 . Similar schemes have been devised and studied in previous work [19] . A volume of 100 ml of LS was evaporated under vacuum. The residuals left behind consisted mostly of the solid PPO powder, as well as trace concentrations of the other impurities.
A KI carrier solution of mass 10 mg and a solution mixed with 2 mol/l NaOH and 2 mol/l KOH in a 3:2 ratio were added to the residual solid. After stirring to ensure a homogeneous solution, the mixture was transferred into a crucible and put onto a sand bath to dry. The dried sample was ashed into a muffle furnace at 600 o C, and then leached with de-ionized water. After being processed by a centrifuge, the iodate in the leached solutions was reduced to iodide with sulfuric acid and sodium hydrogen sulfite (NaHSO 3 ).
The iodide was oxidized to I 2 by the addition of sodium nitrite and then extracted with carbon tetrachloride (CCl 4 ) and back-extracted into de-ionized water by reduction of the I 2 with 5% NaHSO3.
These extraction and back-extraction steps were repeated until the purple color of carbon tetrachloride disappeared. The aqueous phase was boiled for a short time to remove the residual CCl 4 . After cooling, a silver nitrate (AgNO3) solution was added immediately and processed with a centrifuge. The end-product AgI was rinsed by deionized water, dried and collected. Finally, the AgI was mixed with Nb with a ratio of 1:2 and kept for subsequent AMS measurement.
As illustrated in Figure 2 , the three possible forms where iodine may exist in LS can all be extracted into the AgI samples for measurement. The extraction efficiency of this procedure was 80%, determined by comparing the ratio, after proper normalizations, of the mass of the extracted AgI compared to that of KI initially introduced.
Injection and Accelerator
The ı129 
Detector
Particle detection and identification of ı129 was performed via Time-of-Flight (TOF) detector. A detailed layout of the TOF system is shown in Figure 3 . 
Calibration and Cross-Checks
Standard AgI samples with ı129 were prepared and verified by the procedures described in Ref. [20] . According to the contrast results, an uncertainty better than 1% for the ı129 source strength in the samples could be measured. The samples were subsequently measured at the AMS facility under the conditions discussed. The derived ı129/ 127 I ratios in several measurements were consistent to 10% with the reference values varying from 10 −10 to 10 −12 .
The energy of the 127 I ions are 1.5% higher than that of ı129 ions at the same momentum. Accordingly, the 127 I ions would deflect more than those of ı129 by the electrostatic analyzer, as depicted in Figure 4 , such that an energy resolution (∆E/E) better than 0.5% was achieved. The TOF selection suppressed the 127 I by another two orders of magnitude, as shown in Figure 5a for the standard sample with known concentration of ı129/ 127 I at 1.0 × 10 −10 . An "ı129-signal-box" region can be defined from this measurement to locate the ı129 candidate events.
Results
The suppression factors for 127 I due to the various AMS components are summarized in Table 1 . An efficient transmission of ı129 at ∼60% was achieved, as demonstrated by the measurements with the AgI calibration samples with known absolute strengths and ı129/ 127 I ratios.
The TOF scattered plots for the CsI and LS samples are presented in Figures 5b and   c , respectively. In both of these cases, as well as in other control measurements with commercially available KI and AgI powder, the measured ı129-signal-box/ 127 I ratios are all ∼ 3 × 10 −13 . In comparison, a "blank measurement" of only the copper cathode without samples gave zero counts in the ı129-signal-box, indicating that the events are iodine-related. These events can be due to actual ı129 contaminations in the samples as well as background from spurious effects or tail distributions of the dominant 127 I.
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∼0.6 are fission fragments found in the environment, such that their contamination levels in CsI are expected to be similar. Measurement sensitivity for 137 Cs is much enhanced due to its much shorter half-life and the emissions of mono-energetic γ-rays which are easily identified.
For the LS measurement, the volume of the LS and the mass of the KI carrier were known, from which the limit of ı129 concentration in LS of < 2.6 × 10 −17 g/g can be derived, implying a background β-decay rate in LS of less than 15 ton
Further improvement on the sensitivities in the LS measurements is possible, through the use of larger initial LS samples as well as reduced KI mass in the carrier solution. In addition, if the residual events in the ı129-signal-box can be identified to be background from 127 I through more detailed studies of the TOF system response, the limits can also be improved.
contaminations and sensitive limits were derived. The limits are relevant to the design and interpretation of various low background experiments.
The measurements of ı129 are the first "demonstration-of-principle" efforts of devising techniques and procedures in the trace radiopurity measurements of naturally-occurring isotopes using AMS. There are no evidence of excess of ı129 above the background from 127 I in (b) and (c).
